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The following products have been tested by airmid healthgroup Itd as outlined in report(s)

ASCR092413
Product Description Cleanroom H13
Manufacturer 1QAIr AG
Certificate Number AHGC: 92413/20/2200/03
Validation Period 5th July 2024
. Test Method Determination of removal efficiency of Influenza
é A(H1N1) following aerosolisation of the virus into a

28.5m? environmental test chamber. The device
operated at max speed during test.

RESULTS .
The IQAIr Cleanroom H13 was demonstrated to achieve 99.9 % airborne virus reduction
within the first 10 minutes of operation at the highest air flow rate

Influenza A percentage reduction over time with and without the IQAir

Cleanroom H13 air purifier operating.
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Airmid Health Group Ltd Unit 17 Trinity Enterprise Campus Macken Street Dublin 2

Tel +353 1 633 6820 email info@airmidhealthgroup.com www.airmidhealthgroup.com
Referenced to Report Nofs): ASCR092413 Certificate not valid without above official seal




